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Foreword 

Development of the East African Standards has been necessitated by the need for harmonizing 
requirements governing quality of products and services in East Africa. It is envisaged that through 
harmonized standardization, trade barriers which are encountered when goods and services are 
exchanged within the Community will be removed. 

In order to achieve this objective, the Partner States in the Community through their National Bureaux 
of Standards, have established an East African Standards Committee. 

The Committee is composed of representatives of the National Standards Bodies in Partner States, 
together with the representatives from the private sectors and consumer organizations. Draft East 
African Standards are circulated to stakeholders through the National Standards Bodies in the Partner 
States. The comments received are discussed and incorporated before finalization of standards, in 
accordance with the procedures of the Community. 

East African Standards are subject to review, to keep pace with technological advances. Users of the 
East African Standards are therefore expected to ensure that they always have the latest versions of 
the standards they are implementing. 
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Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out through 
ISO technical committees. Each member body interested in a subject for which a technical committee has 
been established has the right to be represented on that committee. International organizations, governmental 
and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the 
International Electrotechnical Commission (lEC) on all matters of electrotechnical standardization. 

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2. 

The main task of technical committees is to prepare International Standards. Draft International Standards 
adopted by the technical committees are circulated to the member bodies for voting. Publication as an 
International Standard requires approval by at least 75 % of the member bodies casting a vote. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. ISO shall not be held responsible for identifying any or all such patent rights. 

ISO 5537 1 IDF 26 was prepared by Technical Committee ISO/TC 34, Food products, Subcommittee SC 5, 
Milk and milk products, and the International Dairy Federation (IDF), in collaboration with AOAC International. 
It is being published jointly by ISO and IDF and separately by AOAC International. 
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Foreword 

IDF (the International Dairy Federation) is a worldwide federation of the dairy sector with a National 
Committee in every member country. Every National Committee has the right to be represented on the IDF 
Standing Committees carrying out the technical work. IDF collaborates with ISO and AOAC International in 
the development of standard methods of analysis and sampling for milk and milk products. 

Draft International Standards adopted by the Action Teams and Standing Committees are circulated to the 
National Committees for voting. Publication as an International Standard requires approval by at least 50 % of 
the National Committees casting a vote. 

ISO 55371 IDF 26 was prepared by Technical Committee ISO/TC 34, Food products, Subcommittee SC 5, 
Milk and milk products, and the International Dairy Federation (IDF), in collaboration with AOAC International. 
It is being published jointly by ISO and IDF and separately by AOAC International. 

All work was carried out by the Joint ISO/IDF/AOAC Action Team Action Team, Water, of the Standing 
Committee, Main components in milk, under the aegis of its project leader, Mr G.J. Beutick (NL) and 
MrR.J.deKnegt(NL). 

This first edition of ISO 55371 IDF 26 cancels and replaces the first edition of IDF 26A:1993, which has been 
technically revised. 
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Dried milk — Determination of moisture content (Reference 
method) 



WARNING — The use of ISO 5537 1 IDF 26 may involve the use of hazardous materials, operations, and 
equipment. This standard does not purport to address all the safety risks associated with its use. It is 
the responsibility of the user of this standard to establish appropriate safety and health practices and 
determine the applicability of local regulatory limitations prior to use. 

1 Scope 

This International Standard specifies a method for the determination of the moisture content of all types of 
dried milk. 



2 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

moisture content 

mass fraction of substances determined by the procedure specified in this International Standard 

NOTE The moisture content is expressed as a percentage by mass. 



3 Principle 

A test portion is dried in a drying oven set at 87 °C for 5 h while dry air is passed through the test portion. The 
loss of mass of the test portion (which is related to the content of "non-chemically bound" water) is determined. 



4 Apparatus 

Usual laboratory apparatus and, in particular, the following. 

4.1 Analytical balance, capable of weighing to the nearest 1 mg, with a readability of 0,1 mg. 

4.2 Drying oven, capable of being maintained at 87 °C ± 1 °C throughout the working space, with forced 
ventilation, thermostatically controlled, with the following equipment (see also Figure A.1 ). 

4.2.1 IVIetal block, provided with channels of diameter 4,3 mm for holding the columns (4.4) in the drying 
oven. 

4.2.2 Copper tubes, of length 1 500 mm, of internal diameter 2 mm, connected to the metal block in the 
drying oven. 

4.2.3 Constant pressure regulator, provided with restrictors, capable of delivering 33 ml/min of dry air to 
each column in the drying oven. 
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4.2.4 Tube, made of polycarbonate, of length 350 mm, of diameter 40 mm, filled with silica gel with 
hygrometric Indicator. 

The silica gel should have been dried at 150 °C for more than 12 h before use. Using the dry compressed air 
(4.11), no colour change of the hygrometric Indicator should be noticed. 

4.3 Desiccator, containing freshly dried silica gel with hygrometric Indicator. 

4.4 Columns, made of hard polypropylene (Phenomenex 1213-10211)''), of length 90 mm, of internal 
diameter 20 mm, provided with two polyethene filters (Phenomenex 1212-1023)''), narrowed towards one end 
to fit onto the block (4.2.1). 

4.5 Synthetic stoppers, made of soft polyethylene (Emerge 20273 B198 and 20371 U1)''). 

4.6 Container, suitable for holding the columns (4.4). 

4.7 Container, suitable for holding the synthetic stoppers (4.5). 

4.8 Rod, made of polyvinyl chloride (PVC), of length 120 mm, of diameter 18 mm, suitable for placing the 
polyethylene filters In the column (4.4). 

4.9 Tweezers, suitable for removing the polyethylene filters from the column (4.4). 

4.10 Soap-film meter, suitable for measuring a flow of 33 ml/min. 

4.11 Dry compressed air, minimum pressure of 200 kPa, moisture content of ^ 0,01 mgH20 per litre at 
atmospheric pressure, free of any organic material. Use metal tubes only to connect the source of 
compressed air to the equipment in the drying oven (4.2). 

4.12 Container, made of glass, provided with an airtight lid. 

NOTE The apparatus mentioned in 4.2 and those in 4.4 to 4.8 are available commercially (e.g. Elbanton and Funke 

Gerber)2). 

5 Sampling 

It is important that the laboratory receive a sample which is truly representative and has not been damaged or 
changed during transport or storage. 

Sampling is not part of the method specified In this International Standard. A recommended sampling method 
is given in ISO 707. 

6 Preparation of test sample 

Transfer the whole test sample to a dry, hermetically closed container (4.12) of capacity approximately twice 
the volume of the sample. Mix intensively by rotating and shaking the container. 

Use a statistical sampling plan if there Is evidence of sample inhomogenelty even after the intensive mixing 
mentioned above. 



1 ) Phenomenex and Emerge are examples of suitable products available commercially. 

2) Elbanton and Funke Gerber are the trade names of products supplied by Elbanton b.v., Uitingstraat 18, 5331 EJ, 
Kerkdriel (NL) and Funke-Dr.N. Gerber Labortechnik GmbH, Ringstrasse 42, 12105, Berlin, respectively. 

The information in footnotes 1 ) and 2) is given for the convenience of users of this International Standard and does not 
constitute an endorsement by ISO or IDF of the product named. Equivalent products may be used if they can be shown to 
lead to the same results. 
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7 Procedure 

7.1 Preparation of column 

7.1.1 Set the constant pressure regulator at approximately 100 kPa. Measure, using the soap-film meter 
(4.10), the airflow of each channel. Calculate the average flow per channel. Adjust the pressure, if necessary, 
to obtain an average airflow of 33 ml/min per channel. 

7.1.2 Remove both synthetic stoppers from the column (4.4). Place the stoppers in the container (4.7) and 
store at room temperature. 

7.1.3 Place the column, provided with filters placed in position as shown in Figure A.I, in the metal block 
(4.2.1 ) in the oven (4.2) set at 87 °C for at least 1 h. 

Use slight pressure when placing the column in position to create an airtight connection. 

7.1.4 Take the column out of the oven and close it with the synthetic stoppers (see 7.1.2). Place the closed 
column in the container (4.6) with the other prepared columns. Place the container and the columns in the 
desiccator (4.3). Close the desiccator and allow the whole to cool for 60 min + 5 min. 

7.2 Preparation of test portion 

7.2.1 After cooling (see 7.1.4), take one closed column at a time out of the container while leaving the 
container in the desiccator. Close the desiccator immediately after taking out a column. Weigh the closed 
column to the nearest 1 mg, recording the mass to four decimal places. 

7.2.2 Remove the synthetic stoppers from the pre-weighed column (see 7.2.1). Using tweezers (4.9), also 
remove the upper filter from the column. Keep the stoppers and the filter in a dry place in the weighing room. 

7.2.3 Add 5,0 g + 0,3 g of prepared test sample (Clause 6) to the column. Using the rod (4.8), place the 
upper filter back in position in the column. Remove any dried milk above the filter with a clean tissue. Close 
the column with both synthetic stoppers (see 7.2.2). 

7.2.4 Immediately weigh the closed column to the nearest 1 mg, recording the mass to four decimal places. 
Open the desiccator, place the closed column back into the container and close it again. 

7.2.5 When the analysis involves more than one test sample, prepare all test portions by repeating the 
procedure from 7.2.1 to 7.2.4 for each separate test portion. Handle only one column at a time. 

7.3 Determination 

7.3.1 Open the desiccator. Take one closed column with the prepared test portion (see 7.2.4) at a time out 
of the container. Remove both synthetic stoppers from each column. Place the stoppers in the container (4.7) 
and store at room temperature. 

7.3.2 Place each column and its contents in the metal block (4.2.1) which is placed in the drying oven (4.2). 
As soon as ready, close the oven. Dry the columns and their contents in the oven (4.2) set at 87 °C for 5 h. 

7.3.3 After drying, remove each column from the metal block. Replace both synthetic stoppers. Open the 
desiccator and place the dried columns and their contents back into the container (4.6). Immediately close the 
desiccator after placing the last column into the container. Allow the whole to cool for 60 min + 5 min. 

7.3.4 After cooling (see 7.3.3), open the desiccator and, in case of more than one test sample, take one 
closed column at a time out of the container leaving the container in the desiccator. Close the desiccator 
immediately after taking out a column. Weigh the closed column to the nearest 1 mg, recording the mass to 
four decimal places. 
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8 Calculation and expression of results 

8.1 Calculation 

Calculate the mass fraction of moisture in the sample, w, using the following equation: 

OT1 -niQ 

where 

otq is the numerical value of the mass of the column, filters and stoppers (see 7.2.1 ), in grams; 

m^ is the numerical value of the mass of test portion, the column, filters and stoppers before drying 
(see 7.2.4), in grams; 

m2 is the numerical value of the mass of the test portion, column, filters and stoppers after drying 
(see 7.3.4), in grams. 

8.2 Expression of test results 

Express the test results to two decimal places. 

9 Precision 

9.1 Interlaboratory test 

Details of an interlaboratory test on the precision of the method are given in Annex B. The values derived from 
this test may not be applicable to concentration ranges and matrices other than those given 

9.2 Repeatability 

The absolute difference between two individual single test results, obtained using the same method on 
identical test material in the same laboratory by the same operator using the same equipment within a short 
interval of time, will in not more than 5 % of cases be greater than 0,15 %. 

9.3 Reproducibility 

The absolute difference between two single test results, obtained using the same method on identical test 
material in different laboratories with different operators using different equipment, will in not more than 5 % of 
cases be greater than 0,20 %. 

1 Test report 

The test report shall specify: 

a) all information required for the complete identification of the sample; 

b) the sampling method used, if known; 

c) the test method used, together with reference to this International Standard; 

d) all operating details not specified in this International Standard, or regarded as optional, together with 
details of any incidents which may have influenced the test result(s); 

e) the test result(s) obtained or, if the repeatability has been checked, the final quoted results obtained. 
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T 





Key 

1 tube of polycarbonate 

2 constant pressure regulator 

3 restrictor 

4 copper tube 

5 filter of polyethene 

6 container 

7 filter of polyethene 

8 metal block 

9 drying oven 

NOTE 1 Every hard polypropylene column in the metal block is separately connected to a copper tube (inside oven 
length is 1 ,5 cm). Outside the oven, every copper tube is connected to a restrictor with an inlet pressure of approximately 
1 bar. 

NOTE 2 During the drying process, dry air is heated in the drying oven through a copper tube (of length 1,5 m and of 
internal diameter 2 mm) and then passed through the columns with dried milk. 



Figure A.1 — Apparatus for determination of tlie moisture content of dried milk 
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Annex B 

(informative) 

Results of interlaboratory test 



An international collaborative test (see [5]) involving eight laboratories was carried out on eight samples of 
whole milk powder (WMP) and skimmed milk powder (SMP), obtained from Austria (1), Finland (2) and Spain 
(3) respectively. The levels of the moisture content in the samples varied from a mass fraction of 2,38 % to 
3,93%. 

The results obtained were subjected to statistical analysis in accordance with ISO 5725-1 and ISO 5725-2 to 
give the precision data shown in Table B.1 . 

Table B.1 — Results of the interlaboratory test 





SMP 
(1) 


SMP 
(2) 


SMP 
(3) 


WMP 
(1) 


WMP 
(2) 


WMP. 
(3) 


Number of participating laboratories after 
eliminating outliers 


8 


8 


8 


8 


8 


8 


Mean value, % 


3,62 


3,57 


3,93 


2,52 


3,16 


2,38 


Repeatability standard deviation, s^., % 
Coefficient of variation of repeatability, % 
Repeatability limit, r, ( 2,8 s^ ), % 


0,052 
1,44 
0,146 


0,085 
2,38 
0,238 


0,053 

1,34 

0,148 


0,045 
1,80 
0,126 


0,035 
1,11 
0,084 


0,049 
2,06 
0,137 


Reproducibility standard deviation, .v^, % 
Coefficient of variation of reproducibility, % 
Reproducibility limit, R (2,8 .v^), % 


0,058 
1,61 
0,162 


0,096 
2,69 
0,296 


0,074 

1,89 

0,207 


0,055 
2,19 
0,154 


0,060 
1,89 
0,168 


0,098 

4,11 

0,274 
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